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The increasing integration of mi- 
croelectronics into the submicrometer 
region for VHSIC and VLSI applica- 
tions necessitates the examination of 
these structures both for linewidth 
measurement and defect inspection by 
systems other than the optical micro- 
scope. The low beam-voltage scanning 
electron microscope has been recently 
employed in this work due to its po- 
tentially high spatial resolution and 
large depth of field. This paper dis- 
cusses applications of the scanning 
electron microscope to microelectron- 



ics inspection and metrology in light 
of the present instrument specifications 
and capabilities, and relates the scan- 
ning electron microscope to the con- 
trols required for submicrometer 
processing. 
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Introduction 

The scanning electron microscope (SEM) has 
become an important tool in the inspection and 
measurement of microelectronics for the Very 
Large Scale Integration (VLSI) and Very High 
Speed Integrated Circuit (VHSIC) programs. As 
the feature dimensions on integrated circuits reach 
into the submicrometer region (fig. 1), inspection 
techniques using scanning electron microscopes are 
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becoming commonplace. Many processing facili- 
ties are presently working at a 10%, or even 5% 
tolerance, in order to produce the precise struc- 
tures needed for submicrometer circuits. The effect 
on the process precision of the linewidth measure- 
ment is shown in table 1. Application of the "gauge 
maker's rule" to the necessary tolerances means 
that soon the goal for process precision will be in 
the nanometer range. Even though optical micro- 
scopes can be useful for critical linewidth measure- 
ment and inspection to about 0.3 \x,m [l], 1 many 
fabrication lines, in anticipation of future needs, are 
integrating SEMs into the production sequence at 
chip levels of 1.25 \ixn geometry and smaller (table 
2). Advanced scanning electron beam instruments 
are presently being developed to facilitate this 
work and to do automated linewidth measurement 
and inspection [2-4]. 



'Figures in brackets indicate literature references. 
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Figure 1-Projected decrease in the size of the linewidth of VH- 
SIC and VLSI circuits through the 1980s and the relationship 
to optical and scanning electron microscope inspection instru- 
mentation. 

Use of the scanning electron microscope for 
semiconductor device inspection has several ad- 
vantages over optical microscopy (table 3), the ma- 
jor advantage being the increased potential 
resolution due to the much shorter wavelength of 
the electrons and thus, the ability to circumvent the 
diffraction effects prevalent in the optical micro- 
scope. But, as with anything good, there are also 
limitations and compromises that complicate the 
choice. 

The scanning electron microscope is often 
thought of as a panacea for the measurement needs 



Table 1. Relationship of process tolerance to the linewidth edge 
uncertainty. 







Process Tolerance 






10% 


(Micrometers) 




Feature 


LWM Edge 


5% 


LWM Edge 


Size 


Control 


Uncertainty 


Control 


Uncertainty 


1.25 


0.125 


0.0625 


0.0625 


0.03125 


1.00 


0.100 


0.0500 


0.0500 


0.02500 


0.75 


0.075 


0.0375 


0.0375 


0.01875 


0.50 


0.050 


0.0250 


0.0250 


0.01250 


0.25 


0.025 


0.0125 


0.0125 


0.00625 


0.10 


0.010 


0.0050 


0.0050 


0.00250 



of the semiconductor community. This is not true 
today for accurate linewidth measurement, but it 
may ultimately fill that niche as the instrument ma- 
tures. Unlike the optical microscope which traces 
its history back to the 1600s and in which optical 
theory has had a great deal of time to mature, the 
SEM has only been on the scene as a production 
instrument since the early-to-mid 1960s and elec- 
tron optical theory presently is limited by this in- 
fancy. The SEM was not originally developed to 
do the very precise critical dimension measurement 
required today by the semiconductor manufactur- 
ing industry, but as an analytical and picture taking 
instrument. The mystique surrounding the SEM 
found its way into semiconductor manufacturing 
via this route and soon SEM-based measurement 
followed. In this transition, an attitude developed 
and was fostered that anything photographed in an 
SEM was correct. Since the SEM is considered the 
ultimate authority, measurements made using this 
instrument are also thought to be indisputably cor- 
rect. Figure 2 demonstrates a scanning electron mi- 
crograph of a common object that everyone should 
immediately recognize and be able to measure. The 



Table 2. Typical inspection instrument allocation scheme for a semiconductor processing facility. 



Basic 


Device 


Minimum Linewidth 


Measurement Instrument 


Material 


Type 

Large Scale 
Integrated Circuit 


Production 

1.5 u.m 


R&D 


Production 


R&D 




1.2 u.m 


Optical 


Optical 


Silicon 


High Speed Bipolar 
Integrated Circuit 


1.0 u.m 


0.5 u.m 


Optical 


SEM 




Transistor 


0.8 jim 


0.5 u.m 


SEM 


SEM 


Gallium 


Integrated Circuit 


0.8 nm 


0.3-0.5 urn 


SEM 


SEM 


Arsenide 


Field Effect 
Transistor 


0.3 u.m 


0.25-0.3 u,m 


SEM 


SEM 
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Table 3. Comparison of some at the advantages and disadvan- 
tages afforded h> rhe use of ihc M/anning electron microscope 
for semiconductor line width measurement and inspection 

SEM VS. OPTICAL MICROSCOPE 

Comparative Advantages 
Hi^h Resolution Potential (2-20 nmj 

Excel lent Hepih of Focus (Field) 

Flexible Viewing Angles 

X-Rj> Characterization 

Readily Interpreted Image 

Comparative Disadvantages 

High Vacuum Required 

Lower 1 hroiiLihpul 

Electron Beam/Sample Interactions 

Sample Charging 

No J me width Standard Available 

Expensive 



magnification is indicated in the lower left corner 
of the micrograph and, in the center, a line scale or 
micrometer marker indicates the size of the struc- 
ture as sealed to the magnification. If the philoso- 
phy that everything that comes from a scanning 
electron microscope is correct, then so is that mi- 
crograph. This could be typical of any micrograph 
obtained in a standard instrument. This micrograph 
seems correct as it resides in the frame of reference 
of the reader (a dime is small; it easily fits in a 
pocket, so 7.1 x seems proper) therefore, a rough 



measurement based on the information provided on 
the micrograph would set the size of the dime as 
being about 12 mm in diameter. This measurement 
is smaller than the actual size, for a dime is about 18 
mm in diameter. The actual magnification dis- 
played on the micrograph should be about 4.6*. 
Because it seems reasonable to the reader, the mag- 
nification of 7,lx is acceptable. Many micrographs 
taken of micrometer and submicrometer structures 
in fabrication facilities also seem reasonable (a sub- 
micrometer line is small so such a measurement 
seems correct) but that does not make them accu- 
rate. One has no real firsthand experience in this 
microscopic world and thus most anything can 
seem reasonable given the right circumstances. 
This specially prepared micrograph of the dime is 
designed to prove a point, which is that the SEM 
does not always tell the truth. The scanning elec- 
tron-beam instrument as with any instrument being 
used for metrology, will only provide correct data 
to the observer if it is adjusted to a proper calibra- 
tion standard, its limitations are understood and 
strict controls are established and maintained. 
Without these controls, precise measurements us- 
ing the SEM are impossible. The engineer, using 
the SEM to control a process, must look as criti- 
cally at the micrographs obtained as we now look 
St the previous figures and he must aiso ask specific 
questions of the operator to ensure that the data 
Obtained are really significant and accurate. 




Figure ^-Scanning eUsCtttW mi- 
crograph ^r a dime demonstrat- 
ing ihe importance Of proper 
SEM cahbranon procedures 
Sole that the magnification Is 
displayed in the Liwi'i left cor- 
net and the accelerating voltage 
displayed in the center See text 
for full esplattaiion 
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For the purpose of discussing SEM metrology, a 
clear distinction between the terms precision and 
accuracy must be made at the onset. This is neces- 
sary because in many instances these two terms 
have been erroneously used and treated as if they 
were synonymous. 

Precision and Accuracy 

In metrology [5] the term precision, often re- 
ferred to as repeatability, is defined as the spread in 
values associated with the repeated measurements 
on a given sample using the same instrument under 
the same conditions. The assumption is that the 
number of measurements is large, the sample is sta- 
ble over time and that the errors introduced are 
random. This is essentially a measure of the re- 
peatability of the instrumentation. Precision relates 
directly to at least four distinct factors: 1) instru- 
ment; 2) operator; 3) environment, and 4) sample. 
Many of the factors affecting SEM measurement 
precision will be discussed in later sections of this 
paper. In order to measure precision, it is not nec- 
essary to use an official standard. It is only neces- 
sary to use a sample that is of good quality and 
stable with time. This provides a measure of preci- 
sion that is locally traceable, and is related to that 
particular instrument and sample. Furthermore, in 
the SEM, due to the higher inherent resolution at- 
tainable, this precision may only relate to a given 
section or area of that sample because a sample 
may vary from location to location. Due to the 
need for stability with time, the sample materials 
chosen for these samples may not be identical to 
the typical product sample of interest (i.e., photore- 
sist). To compare precision between more than one 
site or instrument would require the particular sam- 
ple to be carefully transported to the other location 
and then the test repeated. An adjunct to this 
would be that an organization (such as NBS) make 
up and test (with a single instrument) a series of 
precision test samples which then could be taken to 
the various sites of interest and the sample preci- 
sion of the instruments at those sites tested and 
compared with the measurements made on the 
original instrument. 

Accuracy, on the other hand, is a far more am- 
biguous concept usually relating to the measure- 
ment of some agreed upon quantity (or quantities). 
Accuracy for SEM metrology is one goal of the 
program at NBS. This goal is not necessarily iden- 
tical in principle, or practice, to the goals of the 
present semiconductor industry, but the results are 
the same. That is, the production of an accurate 
SEM standard that can be used to determine the 



accuracy of semiconductor product measurements. 
Not only must the above factors affecting precision 
be considered as limitations of measurement accu- 
racy but also the manner by which a given struc- 
ture is being measured. Thus, a program similar to 
that employed for the NBS optical microscope 
linewidth mask standard must also be undertaken 
[1]. This program utilizes computer modeling of 
the electron beam/sample interactions in order to 
obtain the necessary measurement accuracy. Many 
of those factors necessary to effectively model 
linewidth measurements in the SEM are not fully 
understood at this time [6] and approaches are be- 
ing developed to quantify them [7,8]. 

In practice, accuracy may be achieved only if 
the instrument making the measurement is suffi- 
ciently precise and the specimen of interest exactly 
matches the standard in all important ways (materi- 
als, substrate, etc.) except the dimension or dimen- 
sions being measured. One complication for 
linewidth metrology of thick lines (i.e., photoresist, 
etc.) on wafers is that, even if an acceptable stan- 
dard were available composed of one set of partic- 
ular materials, there is no guarantee that a given 
production sample will match precisely the charac- 
teristics of the standard. This is especially true be- 
cause of the vast number of possible combinations 
of substrate and resist being used in semiconductor 
technology today. What may become feasible is the 
development of an accurate linewidth standard of 
well established geometry and the parallel develop- 
ment of a computer program to handle the sample 
and instrumental differences between this standard 
and the product being measured. This problem is 
similar in concept to that required for the develop- 
ment of the Z, A, F factors for quantitative x-ray 
microanalysis and the programs developed at NBS 
(and other laboratories) to undertake this problem 
[9]. A program to undertake this challenge is also 
being implemented. 



The Scanning Electron Microscope 
Metrology Instrument 

The architecture of a typical scanning electron 
microscope wafer inspection instrument is similar 
to any modern SEM designed for low accelerating 
voltage operation with the exception that it is mod- 
ified to accept and view large semiconductor 
wafers. The instrument may also have cassette to 
cassette capabilities to facilitate wafer loading and 
unloading and a computer-based video profile anal- 
ysis or "linewidth" measurement system. An exam- 
ple of a generalized instrument is shown in figure 3. 
In this instrument, a finely focused beam of elec- 
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Figure 3-Schematic of a typical scanning electron microscope based 
design will vary with manufacture. 

trons is moved, or scanned, from point to point on 
the specimen surface in a precise rectangular mo- 
tion called a raster pattern. The electrons originate 
from a filament that may either be heated to a high 
temperature (thermionic emission), extracted at 
room or near room temperature (cold field emis- 
sion) or a combination of both (thermally assisted 
field emission). Table 4 compares the operational 
characteristics of the different electron sources 
presently in use in instruments designed for wafer 
inspection. The electron gun is the "heart" of the 
SEM and the overall performance of the instru- 
ment ultimately relates to the current density of 
electrons emitted from the source. The larger this 
density the better the signal-to-noise ratio and 
hence the higher the limiting resolution. One mea- 
sure of the performance characteristics of the elec- 
tron gun is the measure of brightness ((3). 
Brightness is the current density of the electron 
beam per unit solid angle and is defined by the 
following: 



= 



4/ 



TT 2 d 2 a 2 



(1) 



where i is the beam current; d is the diameter of the 
electron beam and a is the beam divergence (all 
measured at the specimen). Brightness is propor- 
tional to the current density of the source and it 
also increases linearly with accelerating voltage 



wafer inspection instrument. The electron source and column 

[9]. The electron beam, once generated, travels 
down the column where it undergoes a multistep 
demagnification with magnetic lenses so that when 
it impinges on the sample, the beam diameter can 
range between about 1 nm and 1 micrometer (at 30 
keV). Depending upon the particular application 
and specimen composition, the operator optimizes 
the proper conditions for magnification range, by 
adjustment of accelerating voltage, beam current 
and spot diameter. 

The electron beam is precisely deflected in the 
raster pattern either in an analog or digital manner 
depending upon the design of the particular instru- 
ment. Most newer instruments employ digital scan- 
ning so that they can use frame storage and also 
incorporate auto-focus and auto-astigmatism cor- 
rection [10,11]. This deflection is synchronized 
with the deflection of the display cathode ray tube 
(CRT) so there is a point by point visual represen- 
tation of the specimen on the CRT screen as the 
electron beam scans the specimen. The smaller the 
area scanned by the electron beam, in the raster 
pattern relative to the display CRT size, the higher 
the magnification. The theory of the operation of 
the scanning electron microscope has been covered 
by several authors [9,12-14] and the reader is di- 
rected there for more in-depth coverage of this 
topic. 
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Table 4. Comparison of the four types of electron emitters presently in use in wafer inspection instruments. Data is for 20 keV 
operation. 





COMPARISON OF TRADITIONAL ELECTRON EMITTERS 
USED IN SCANNING ELECTRON MICROSCOPY 






Tungsten 
Hair Pin 


Lanthanum 
Hexaboride 


Cold Field 
Emitter 


ZR-W (100) 
Emitter 


Type of 
Emission 
Source 


Thermionic 


Thermionic 


Field 


Field 


Temperature 
(K) 


2650-2900 


1750-2000 


300 


1800 


Brightness 
(A/Cnr SR) 


10 4 — 10 5 


10 s - 10 6 


10 7 -10 9 


10 7 -10" 


Virtual 
Source Size 
(Angstroms) 


1,000,000 


200,000 


50-100 


50-100 


Energy 
Spread (eV) 


2-5 


1-3 


0.2-0.3 


0.28-0.36 


Vacuum 
(Torr) 


10'- 10' 5 


io- 5 -io- 7 


io- 9 -io n 


<10" 8 



Electron Signals Used for Metrology 

The primary electron beam, as it traverses the 
sample, interacts directly with the sample resulting 
in a variety of signals being generated that are use- 
ful for semiconductor inspection, analysis and 
metrology [15]. For historical reasons the major 
signals of interest to microelectronics dimensional 
metrology are divided into two groups, backscat- 
tered and secondary electrons, even though it must 
be remembered that this distinction is often arbi- 
trary, especially at low beam energies. 

Backscattered Electrons 

Backscattered electrons are those which have 
scattered within the specimen and have been re- 
emitted from the specimen surface with energies 
which are a significant fraction (50% or more) of 
the incident beam energy. On a typical specimen, 
between 10% and 30% of the incident electrons 
ultimately become backscattered electrons. This 
fraction varies with the atomic number and surface 
geometry of the specimen but it is relatively inde- 
pendent of the beam energy. Because these elec- 
trons have relatively high energies they can travel 
significant distances through the sample and 
emerge from the whole area defined by the beam 
interaction volume. Thus, in silicon at 15 keV a 



backscattered electron may escape from an area 
which is about one micron in radius and from 
depths of up to one and a half microns beneath the 
surface (fig. 4). The maximum range of electrons in 
a sample, can be approximated using the expression 
derived by Kanaya and Okayama [16] 



Range {\im ) = 0.021 (>AEl 67 /Z° m p 



(2) 



where E is the primary electron beam energy 
(keV), A is the atomic weight, p is the density of 
the material (g/cm 3 ) and Z is the atomic number. 
The calculated range of electrons in silicon for a 
variety of changes in accelerating voltage is shown 
in table 5. If one considers that the calculated range 
approximates the boundaries of the electron trajec- 
tories as a region centered on the beam impact 
point (fig. 4), then it can be seen that the backscat- 
tered electrons which emerge from approximately 
the upper one-third to one-half of this region do 
not, in general, carry much information about the 
high resolution details making up the surface to- 
pography of the specimen. But, at low magnifica- 
tions (less than lOOOx) where features on the scale 
of microns are being viewed, significant and useful 
signal information is carried by these electrons. 

Because the backscattered electrons are en- 
ergetic they are re-emitted away from the sample 
surface in straight lines. Consequently, they are 
usually collected by placing a detector in their path 
rather than by using a collecting (attracting) field. 
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Figure 4-Thc origins of various 
components of the secondary 

(SE) and backseat lered (BS) 
electrons in the specimen cham- 
ber of the SEM The electron 
range in the specimen is R, ami 
the secondary electron escape 
depth is shown as d. 
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The size, sensitivity and position of the detector 
drastically affect its collection efficiency and thus 
the appearance of the image and, of course, the 
results of any measurements made from it. A large 
detector placed above the sample will give a high 
quality, low noise, image that appears evenly illu- 
minated but in which the topography is of low con- 
trast. A smalt detector, placed to one side of t he- 
sample, will collect fewer electrons (yielding a 
noisier image), but will produce topographic con- 
trast that is much stronger and is marked by what 
appear to be strongly directional shadows- Metrol- 
ogy schemes must, therefore, take into account the 
characteristics of the detector and its effect on the 
observed signal. 

Secondary Electrons 

Secondary electrons are another signal of inter- 
est in the SEM, These electrons are defined as 
those with energies between about 1 and 50 eV. At 
an incident energy of 15 keV each 100 incident 



Table 5. Approximate Kanaya/Okayama electron range in 
micrometers for silicon computed using cq 2 for several accel- 
erating voltages 

Kanaya Oka^ama Electron Range in Micrometers 
For Silicon 

keV 1.0 1? 20 5 10.0 150 20.0 30,0 
nm 0,032 0.062 O.iOl 0,466 1.48 2,92 4,72 9 29 



electrons will produce, on average, 10 to 20 sec- 
ondary electrons. This number, however, increases 
rapidly as the beam energy is reduced until at some 
energy E-2 {fig. 5} the total secondary plus 
backscattered yield (n + 5) becomes one (unity); 
that is to say each incident electron produces on 
average one emitted electron. Since the secon- 
daries are low in energy, their trajectories are read- 
ily deflected by local electric or magnetic fields. 
High efficiency collection of secondaries is there- 
fore possible even with a physically small detector 
since this can be made efficient by applying a suit- 
able elect ron-attracting (biasing) voltage to it This 
convenience plus the higher signal-to-noise ratio 




1 ■ •" *2 E, 

PRIMARY ELECTRON BEAM VOLTAGE 



Figure 5 Variation of total secondary plus baducaittf electron 
yield from j specimen plotted as a function of incident beam 
energy The total yield is umly for tvio energies El and E-2 
called the cross* ner points 
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has led to secondary electrons being the preferred 
mode of operation for most purposes in the SEM. 

Because of their low energy, secondaries cannot 
reach the surface from deep in the specimen, and 
typically they escape from a region only 5 to 10 
nanometers beneath the surface. They, therefore, 
carry surface-specific information. Several differ- 
ent types of secondary electrons can be distin- 
guished [17], as shown in figure 4. The most 
desirable for metrology and imaging are called the 
SE1 electrons, which are generated as the beam 
enters the sample. These secondary electrons are 
produced at the beam impact point and therefore 
carry the highest resolution information. The sec- 
ondary electrons that are produced by backscat- 
tered electrons as they again pass through the 
surface escape region are called SE2 electrons. 
These secondaries are emitted from a surface area 
as large as that from which the backscattered elec- 
trons emerge, and the number of these electrons 
will depend directly on the number of backscat- 
tered electrons. Thus, the SE2 signal carries the 
same contrast information, and displays the same 
spatial resolution, as the backscattered signal. Typi- 
cally, the SE2 component is as large, or larger 
than, the SE1 signal. 

Finally, secondary electrons can also be pro- 
duced external to the specimen by backscattered 
electrons which have been emitted from the speci- 
men that hit the polepiece or walls of the specimen 
chamber (SE3), or from the impact of the incident 
electrons on the electron-optical defining apertures 
(SE4). The SE3 electrons carry information similar 
to that of the SE2 electron signal. The SE4 elec- 
trons contribute no contrast information, but, sim- 
ply act as a "background" to the wanted signal, 
reducing its visibility and signal-to-noise ratio. 
Thus, in an SEM designed for metrology, attention 
must be given to reducing the relative magnitudes 
of the SE3 and SE4 components. In an unopti- 
mized instrument, as much as 60% of the total sec- 
ondary signal collected can be attributed to these 
unwanted emissions. 

Since the secondary electron signal is easily in- 
fluenced by the application of local electrical or 
magnetic fields, it is readily understood that the 
collection efficiency of a detector can relate di- 
rectly to its position and potential. Detectors that 
have a location at some off-axis angle, as in many 
instruments also equipped to do x-ray microanaly- 
sis, show preferentiality of detection. In these 
cases, it is not possible to achieve the symmetrical 
waveforms necessary for precise linewidth metrol- 
ogy. To compensate for an off-axis position of the 
secondary electron detector, on a sample normal to 



the electron beam, the sample must be physically 
rotated toward the detector until the video wave- 
form of the line becomes symmetrical, then the 
structure can be straightened on the display CRT 
by adjusting the raster pattern with digital raster 
rotation. Since error can be introduced using this 
technique during the measurement of a tilted sam- 
ple, it is much more desirable to have an on-axis 
detector [6] or two similar detectors on either side 
of the sample and the signals balanced and summed 
[18]. 



Low Accelerating Voltage SEM Operation 

Historically, scanning electron microscopy was 
done at relatively high accelerating voltages (typi- 
cally 20-30 keV) in order to obtain the best signal- 
to-noise ratio and best resolution. Nonconducting 
or semiconducting samples required an overcoat- 
ing of gold or a similar material to provide conduc- 
tion to ground of the electrons and to improve the 
secondary electron generation of the sample. In 
semiconductor device processing, this procedure is 
considered a destructive technique because the 
device cannot be processed further. On-line inspec- 
tion during the production process of semiconduc- 
tor devices is designed to be nondestructive which 
requires that the specimen be viewed in the scan- 
ning electron microscope uncoated. A thin insulat- 
ing film on a conducting substrate can be viewed at 
a high accelerating voltage with an absence of elec- 
trical charging since most of the electrons are de- 
posited in the substrate, but not all films are 
sufficiently thin for this technique. High accelerat- 
ing voltages can also damage a semiconductor sam- 
ple or device [19]. Low accelerating voltage 
inspection is thought to eliminate, or at least mini- 
mize, charging and device damage. In order to ac- 
complish this in the SEM, the sample is viewed at 
accelerating voltages in the range of about 0.2-2.5 
keV. Further advantages derived by operating the 
SEM at low accelerating voltages are that the elec- 
trons impinging on the surface of the sample have 
less energy, penetrate into the sample a shorter dis- 
tance and have a higher cross section for the pro- 
duction of secondary electrons near the surface 
where they can more readily escape and, thus, be 
collected. 

The secondary electrons are the most commonly 
detected signal carrier for low accelerating voltage 
inspection since their signal is much stronger than 
any of the others. The behavior of the total emitted 
electrons from a sample, shown in figure 5, is ex- 
tremely significant to low accelerating voltage op- 
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eralton as those points where the curve crosses 
unity (i.e.. E-l and E-2) are the points where no 
electrical charging of the sample will occur. Dur- 
ing irradiation of an insulating sample such as pho- 
toresist or silicon dioxide viewed normal to the 
electron beam, a negative charge can develop caus- 
ing a reduction in the primary electron beam en- 
ergy incident on the sample. If the primary 
electron beam energy is 10 keV and the particular 
sample has an E-2 of 2.0 kV then the sample will 
charge to about -8 kV so as to reduce the effec- 
tive incident energy to 2 keV and bring the yield to 
unity. This charging phenomenon will have detri- 
mental effects on the electron beam and degrade 
the observed image (to be discussed later), If the 
primary electron beam energy is chosen between 
E-l and E-2 then there will be more electrons emit- 
ted than are incident in the primary beam, and the 
sample will charge positively. Positive charging is 
not detrimental as it is only limited to a few elec- 
tron volts because of the resulting barrier to the 
continued emission of (he low energy secondary 
electrons. This reduction in the escape of the sec- 
ondaries stabilizes the surface potential but reduces 
the signal as these electrons are now lost to the 
detector. The closer that the accelerating voltage 
approaches to the unity yield point, the less the 
charging effects. Each material component of a 
specimen being observed has its own total emitted 
elect ron/keV curve and so it is possible that in or- 
der to completely eliminate sample charging a 
compromise must be made to accommodate the 
different specimen materials. For most materials 
used in present semiconductor processing an accel- 
erating voltage in the range of about 1.0 keV (±0.5 
keV) is sufficient to reduce charging and minimize 
device damage. Tilting the sample increases the to- 
tal electron emission and thus, is also useful in de- 
creasing sample charging (to be discussed later). 

Although operation at low beam energies is use- 
ful for the inspection of delicate samples with a 
minimum of charging, the filament brightness is 
lower leading to reduced signal-to-noise ratio. This 
results in a loss in apparent sample detail. High 
brightness electron sources and digital frame stor- 
age techniques for signal integration over short pe- 
riods of time at TV rates minimize this problem 
[20]. The more abiding problem with low acceler- 
ating voltage operation is the lower spatial resolu- 
tion (as compared to the higher beam energy 
operation) characteristic of this operational mode. 
If a contemporary instrument, equipped with a 
high brightness lanthanum he.vabonde filament is 
capable of 4 nanometers resolution at 30 keV accel- 
erating voltage it may be only able to achieve 



about 10-12.5 nanometer resolution at 1.0 keV. 
This limitation must be understood and factored 
into the precision requirements for submieromeier 
measurement applications. 



Specimen Beam Interactions 

While it is often true that the appearance of a 
scanning electron micrograph is such that its inter- 
pretation seems simple, this may not always be the 
case (figs. 6a and 6b). Care must always be taken so 
as not to become confused by '"obvious" interpreta- 
tions. When quantitative feature-size measurements 
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are to be made it is even more necessary to be able 
to unambiguously relate signal variations to the de- 
tails of the surface morphology. Because the inter- 
action of electrons with a solid is such a complex 
affair (e.g., each electron may scatter several thou- 
sand times before escaping or losing its energy, and 
a billion or more electrons per second may hit the 
sample) statistical techniques are an appropriate 
means for attempting to mathematically model this 
situation. Although transport theory [21] provides 
an elegant solution for simple systems, it is of little 
value when considering complex device ge- 
ometries. The most adaptable tool, at the present 
time, is the "Monte Carlo" simulation technique. In 
this technique, the interactions are modeled and the 
trajectories of individual electrons are tracked 
through the solid. Because many different scatter- 
ing events may occur, and because there is no a 
priori reason to choose one over another, al- 
gorithms involving random numbers are used to 
select the sequence of interactions followed by any 
electron (hence the name, Monte Carlo). By re- 
peating this process for a sufficiently large number 
of incident electrons (usually 5000 or more) the ef- 
fect of the interactions is averaged, thus giving a 
useful idea of the way in which electrons will be- 
have in the solid. 

The Monte Carlo technique has many benefits 
as well as several limitations [6,22]. Because each 
electron is individually followed, everything about 
it (its position, energy, direction of travel, etc.) is 
known at all times. Therefore, it is straightforward 
to take into account the sample geometry, the posi- 
tion and size of detectors, and other relevant exper- 
imental parameters. The computer required for 
these Monte Carlo simulations is modest and, in 
fact, even current high performance personal com- 
puters can produce useful data in reasonable times. 
In its simplest form [23,24], the Monte Carlo sim- 
ulation allows the backscattered signal to be com- 
puted, since this only requires the program to 
count what fraction of the incident electrons subse- 
quently re-emerge from the sample for any given 
position of the incident beam. By further subdivid- 
ing these backscattered electrons on the basis of 
their energy and direction of travel as they leave 
the sample, the effect of the detection geometry 
and detector efficiency on the signal profile can 
also be studied. However, while this information is 
a valuable first step, under most practical condi- 
tions it is the secondary electron signal that is most 
often used for metrology in the low accelerating 
voltage applications. Simulating this is a more diffi- 
cult problem because two sets of electron trajecto- 
ries—!) those of the primary (incident) electron, 



and 2) those of the secondary electron that it gen- 
erates — must be computed and followed. While 
this is possible in the simplest cases [7,25] it is a 
more difficult and time consuming approach when 
complex geometries are involved. 

For this reason, a new approach has been pro- 
posed [8,22] and is currently undergoing further 
development. In this method, a simple diffusion 
transport model for the secondary electrons is 
combined with a Monte Carlo simulation for the 
incident electrons. This procedure allows both the 
secondary (SE1+SE2) and the backscattered sig- 
nal profiles to be modeled simultaneously with 
very little increase in computing time. Once that 
data are available, the effect of other signal compo- 
nents, such as the SE3 signal, can also be estimated. 
All the computed results discussed below are gen- 
erated using this method. 

The importance of being able to model signal 
profiles for some given sample geometry is that it 
provides a quantitative way of examining the effect 
of various experimental variables (such as beam en- 
ergy, probe diameter, choice of signal used, etc.) 
on the profile produced, and gives a way of assess- 
ing how to deal with these profiles and determine a 
criterion of line edge detection for given edge ge- 
ometries and thus, a line width [6]. However, at the 
present time, the Monte Carlo technique is is not 
useful for deducing the line-edge geometry from 
the acquired SEM video profiles. 



SEM-Based Metrology 

The basic premise underlying the use of the scan- 
ning electron microscope for critical dimension 
measurement for semiconductor research and pro- 
duction applications is that the video image ac- 
quired, displayed, and ultimately measured reflects 
accurately the structure of interest. However, the 
secondary electrons detected do not necessarily 
originate at the point of impact of the primary elec- 
tron beam. Indeed the effects of the four types of 
electron contributions to the actual image or 
linewidth measurement (see fig. 4) have not been 
fully evaluated. Errors in measurement are also in- 
troduced by sample charging and environmental 
influences (e.g., stray magnetic fields and vibra- 
tion). In measurement applications, error due to the 
actual location of signal origination usually will not 
affect pitch measurements because the errors can- 
cel [1,26,27]. However, in linewidth measurement, 
many potential errors are additive and thus will 
give twice the edge detection error to the mea- 
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sured width. The imprecision of any SEM-based 
metrology system is composed of two basic com- 
ponents: the imprecision of the actual instrument 
itself assuming an ideal sample, and the imprecision 
introduced by variations in the actual sample [28]. 
Some of the factors that today limit the precision of 
the SEM metrology instrument will now be dis- 
cussed. 




Definition of Linewidth 

Scanning electron microscope metrology and 
optical metrology have one thing in common at the 
present time; that is except for vertical edges, there 
is no well-defined definition of the meaning of 
linewidth [1]. The first consideration that must be 
developed and defined when describing the term 
linewidth is what is actually being physically mea- 
sured. Depending upon the lithographic process, 
the definition of linewidth may vary relative to the 
structural importance to subsequent steps. Figure 
7a shows an idealized structure in cross section. In 
this case, Dl and D2 are not equal and hence the 
sidewall has some angle from normal. Linewidth 
could be defined as Dl or D2 or their average. Due 
to the large depth of field of the SEM inspection 
instrument, this distinction becomes significant 
since, if the conditions are properly chosen, both 
regions could be simultaneously in acceptable fo- 
cus. Another situation for linewidth definition er- 
ror occurs when an undercut sample is being 
observed (fig. 7b). In this case, Dl is smaller than 
D2, but Dl may not be readily observed unless the 
sample is highly tilted. Either of these two cases 
can result in difficulties in deducing where the 
edge is located and errors in precision. As the side- 
wall approaches 90 degrees (fig. 7c) this definition 
problem diminishes as D1 = D2 and precision (re- 
producibility) problems relate only to edge and 
sidewall irregularities and not misinterpreted edge 
location. A further confusion to any of the above 
instances would be introduced if the line was asym- 
metrical in cross section. In addition, the improved 
resolution of the SEM, as compared to the optical 
microscope, can also lead to deceptively imprecise 
data due to small irregularities in edge and sidewall 
structure that can be resolved and measured by the 
SEM. This discussion of the definition of linewidth 
has been limited to the description of where on the 
particular structure the measurement is to be made 
and not how to make the measurement. Further 
work modeling the structures and relating it to the 
physical edge is necessary before the actual 
linewidth can be defined and accurately measured. 




Di = D 2 




Figure 7-Drawing of a line structure as viewed in cross section 
showing the confusion possible in determining what edge is, 
in fact, being measured in the scanning electron microscope, 
(a) Trapezoidal structure where the upper width Dl is 
smaller than the base width D2. (b) Undercut structure where 
Dl is larger than D2. (c) Structure with vertical sidcwalls 
where Dl and D2 are approximately equal. 



Sources of Instrumental Error 



Methods of Measurement . In commercial SEMs, 
used for critical dimension (CD) or linewidth 
metrology, two basic techniques of measurement 
are presently employed: beam scanning and frame 
storage. The two techniques are, in principle, simi- 
lar. The beam scanning technique digitally acquires 
one scan line of video information from a sample 
positioned perpendicular to the x direction (hori- 
zontal scanning axis; the y-scan direction is com- 
monly the vertical axis) with some pixel point 
resolution, and measurement algorithms are arbi- 
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trarily applied to that single line scan to obtain the 
width. Multiple acquisition of these linescans en- 
ables averaging over the field of view. In the frame 
storage imaging and measurement technique, an 
entire raster of information is stored digitally at 
some pixel point resolution depending upon the 
hardware design of the particular instrument. With 
this technique, since many individual line scans of 
data are actually stored (generally in about 512 po- 
sitions along the line in the y direction) measure- 
ment algorithms can be applied anywhere in the 
field to data acquired in the x direction. Under both 
of these conditions, the precision of the measure- 
ment is severely influenced by the factors previ- 
ously discussed such as electron beam effects, 
sample irregularities and the definition of 
linewidth. The instrumentation design and limita- 
tions must also be considered as a factor adding 
uncertainty to the measurement. For example, scan 
linearity, magnification compensation, and lens 
hysteresis are serious influences that must be con- 
sidered, understood and compensated for, if possi- 
ble, to name a few. Jensen 1980, Jensen and Swyt 
1980, Seiler and Sulway 1984 and Nyyssonen and 
Postek 1985, discuss these and other instrumental 
limitations (e.g., CRT linearity) and the reader is 
directed to these references for further informa- 
tion. The overall precision of the metrology system 
is also limited by the pixel point resolution of the 
measurement system. Table 6 demonstrates the 
linewidth measurement uncertainties associated 
with a 512x512 pixel point resolution system. 
Many commercial linewidth measurement systems 
at the present time acquire approximately 512 pixel 
points of information for linewidth measurement 
although some of the newer "dedicated" systems 
can acquire up to 2048 pixel points of information 
[4]. These techniques, even with their limitations, 
are of value due to their speed as throughput is a 
major concern for the production engineer. How- 
ever, limitations on the pixel point resolution must 



Table 6. Relationship between the pixel point resolution of a 
measurement system and the linewidth resolution for several 
magnification ranges. 

LINEWIDTH MEASUREMENT RESOLUTION 
(512 PIXEL POINT RESOLUTION) 

Typical Maximum Possible Maximum Possible 
Magnification Field of Pixel Point Linewidth 

View Resolution Resolution 



10.000X 
50.000X 
100.000X 



lOfim 
2 jim 
] jim 



0.02 jim 
0.004 jim 
0.002 jim 



0.04 jim 
0.008 jim 
0.004 jim 



also be understood in order to properly interpet the 
measurement results. 

Measurements can also be done by moving the 
stage/sample rather than the electron beam [6,26]. 
In this technique, the beam remains stationary (or 
oscillated slightly in the y direction to integrate 
slight sample irregularities) and the sample is 
driven in the x direction on a piezo stage. As the 
sample is moved, its position is precisely monitored 
using laser interferometry. Both the sample posi- 
tion and video intensity data for each point are 
stored for analysis. Using this technique, most of 
the errors in the SEM focusing and scanning sys- 
tem are minimized if not eliminated (but not the 
electron beam/sample interaction problems) and 
the measurement can be referenced to an accepted 
standard of length traceable to national standards 
[29]. Unfortunately, this technique although ex- 
tremely accurate requires an elaborate laser- 
interferometer piezo-scanned specimen stage. Con- 
sequently, the procedure is relatively slow, thus 
making it unattractive for most production situa- 
tions where throughput is of paramount impor- 
tance. 

Environmental Influences . The scanning electron 
microscope metrology system used for on-line in- 
spection is usually located in a clean room. A great 
mass of literature is available on the air scrubbing 
aspects of the clean room and the mechanisms nec- 
essary to ensure that particle counts are low. How- 
ever, little attention has been paid to the 
consequences of these actions on the metrology in- 
strumentation. The SEM metrology instrument is 
an imaging system and as such the problems posed 
by the clean room environment are readily observ- 
able by these systems with excellent resolution. It 
should be noted that these problems can also detri- 
mentally affect other clean room instrumentation 
but their effects are not directly observable in time 
and so the significance is lost. In most cases sur- 
veyed, the SEM metrology instruments presently 
operating in the typical clean room are not per- 
forming optimally. This is usually due to two main 
reasons: excessive vibration and stray electromag- 
netic fields. 

Vibration. The effect of vibration on linewidth 
metrology, while obvious, is unfortunately, often 
overlooked. Clearly, vibration can originate from 
either the instrument or the environment, but their 
effects on the measurement of linewidth are similar 
(figs. 8a and 8b). Vibration, of the specimen rela- 
tive to the electron beam, broadens the measure- 
ment and yields a linewidth uncertainity of twice 
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Figure 8-The effect nf de liberal dv induced vibration on the image and mea- 
sured tineuidih (a) Scanning electron micrograph showing the effect of 
Mbrnuon induced by a small cooling fan OB the image: source off (top) 
and on (bottom) On the image (bl Typical lincwidrh measurement taken 
with an arbitrary M) r \ positive automatic threshold crossing algonihm 
under ambient vihrciiion levels typical for proper SEM Operation. (c-J Sim- 
ilar measurement, using ihe same threshold crossing algorithm, of the 
same sample position after vibration was induced (100,000k K) fceV) 
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that of each edge. The sources of vibration in the 
particular installation must be identified and elimi- 
nated or steps taken to isolate the instrument from 
them. Some of the typical sources of vibration in 
the clean room are; undampened floor vibration. 
blower fans, vacuum pumps and air flow across the 
instrument. One solution to the vibration problem 
is to decouple ihe clean room from the measure- 
ment instrument either by placing the instrument 
on a vibration isolation unit, or a massive concrete 
pillar sunk to bedrock, or both, Of the two possibil- 
ities the latter is preferred wherever possible. The 
concrete instrument pad can then be properly vi- 
bration isolated from the clean room floor. It is 
recommended, that the entire instrument including 
the area used by the operator be on the concrete 
pad and not just the column section as vibrations 
can be transferred via the operator and umbilical* 
to the column section. Unfortunately, there is some 
cost to this modification but at some point deci- 
sions to optimize the metrology instrumentation 
must be made to ensure that the required measure- 
ment precision be met. Vibration induced by air 
flow can be minimized or eliminated by instrument 
shrouding or shielding. One consequence of unrec- 
ognized vibration is deceptively good measurement 
system precision since the continuous vibration is 
being continually integrated into the image, ob- 
scuring the actual sample detail and. smoothing (he 
measurement data. Prohabh the best solution lo 
the metrology problems is to design clean rooms 



lhat have the SEM metrology instrumentation in 
an optimized external, but adjacent, area tn the .ii 
tual clean area and the product transferred to il in a 
controlled manner. 

Stray Magnetic Fields The SI M metrology in- 
strument is an electronic instrument in an elect mm- 
eaU) hostile environment [}{)] Both ac and some 
dc fields can affect this instrument in an undesir- 
able manner. Studies have shown lhat many prob- 
lems involve a field effect induced by the improper 
wiring and grounding of the instrumentation 
[31.32], This not only refers to the SF.M hut also to 
any other instrument or wiring m the immediate 
environment including the lighting system. Ground 
looping in the clean mom nf equipment and light- 
ing can result in ac fields in excess of 30 miiligaiiSS 
at the SFM column This is equivalent to operating 
a small transformer ;i few centimeters from an 
SEM column Many SEM manufacturers specify 
that external fields not exceed 1-3 milligauss for 
proper instrument operation Newer instruments 
operating at TV rates synchronize the scan to the 
60 Hertz (i.e.. power line) thus concealing (he ob- 
servable field effects of (hat component on the 
CRT screen further, not all of the interference is 
generated at that frequency and problems can still 
be induced in the image and the measurement (figs 
s)a and 9b). The most effective approach to the 
prohlem of undesirable stray fields is to identify the 
source and in eliminate u there Supplemental 
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FTfun 9- The effects of non-synchr^m/ed .ic field induction on 
(he irrugc in an SliM U! Micrograph taken under ambient 
condition* where ihe instrument is synch mm zed to line (60 
Herm (bli Micrograph taken after induction nf a ncm-syn- 
chroni/nt field thai is 1/4 cycle off of 60 Hert7 Note the 
broadening nf the structure 

studding should only be used afterwards if the 
sources cannot be identified or eliminated. The 
shield may only prove to be a temporary solution 
since the overall complexion of the situation may 
be altered as other equipment is. moved in and out 
of the clean room environs over time 

Operator Factors. Scanning electron micro- 
scopes, especially those equipped as metrology in- 
struments, are complex, expensive investments. 
One area that has been severely neglected by many 
semiconductor companies is the role the metrology- 
instrument operator plays in the success or failure 



of the on-line inspection program. Even the sim- 
plest of the SEM systems are far more technologi- 
cally involved than their optical microscope 
counterparts (although in both instances highly 
trained individuals should be used). This is espe- 
cially true where routine instrument maintenance is 
concerned. Not every applicant is suited to become 
an SEM metrologist, and once an appropriate can- 
didate is selected, a substantial amount of training 
must be invested in order for that individual to be- 
come confident with the particular instrument or 
instruments under his supervision. Further, once an 
individual has proved to be an asset in that position 
he must be encouraged to remain in that area and 
not be transferred out. Once an operator leaves the 
SEM metrology area his real experience value is 
lost. Experience cannot be taught, only gained! The 
trend toward automation of the SEM inspection 
processes may minimize the need for a large num- 
ber of trained operators at some point in the future; 
however, this will not be Tor some time. 

Instrument Maintenance . The SEM requires peri- 
odic electron optical column maintenance in order 
to maintain proper performance. Proper mainte- 
nance is especially important to low accelerating 
voltage operation. The maintenance period varies 
with instrument design, application and the types 
of specimens observed. It must be noted that in all 
instruments the components that directly interact 
with the electron beam (e.g., apertures) do become 
dirty due to deposition of residual hydrocarbons 
and oxidation products [33]. In a clean vacuum sys- 
tem, the majority of these contaminants are out- 
gassing products of the sample. Contaminant 
build-up can result in charging in the electron gun 
or in the column resulting in poor performance 
[34]. Asymmetrically deposited contamination, es- 
pecially on apertures, increases astigmatism levels 
and may ultimately lead to the point where it be- 
comes uncorrectable. Also, heavy build-up of con- 
tamination on an aperture can dislodge and either 
block the beam path or develop a charge and de- 
flect the beam. The instrument operator must be 
experienced enough to recognize this condition 
and suspend work and take corrective actions so as 
not to compromise the measurement work. Some 
maintenance downtime must be expected on a peri- 
odic, or on an as-needed, basis in all production 
situations. Instrument manufacturers consider rou- 
tine maintenance to he a user responsibility; how- 
ever, in recent years this has been relaxed 
somewhat due to extended service policies and im- 
proved instrument performance. In order to regain 
the original performance level, only trained, expe- 
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rienced personnel fully understanding the work 
should undertake routine maintenance. Otherwise, 
extended and costly downtime may result. 

One problem associated with the SEM in the 
production environment has been the lack of uni- 
fied instrument standardization techniques that en- 
sure that an instrument is operating optimally or, 
once an instrument has been dismantled for routine 
maintenance, that it is brought back to the same 
optimum level of performance where it was once 
running. Further, the data taken during the inter- 
face time between routine maintenance periods or 
while a decision was being made to service an in- 
strument may, or not may not, be characteristic of 
the actual product, but a reflection of the condition 
of the instrument. Clearly, critical decisions must 
be made by the operator, based on the experience 
with the particular instrumentation in place that af- 
fects product acceptance. This is especially trou- 
blesome in locations where multiple instruments 
are in place (especially if they are from several dif- 
ferent manufacturers) and the data is fed into a cen- 
tral data base for real-time analysis. Techniques for 
this purpose must be developed and diagnostics 
must be implemented into the SEM metrology in- 
strument for this purpose. Each day, or at the be- 
ginning of each shift, diagnostic procedures must 
be done to ensure that the instrument is performing 
properly. 

Sample Charging. The effects of sample charging 
on measurements made in the SEM have been stud- 
ied [35-37]. Negative charging resulting when the 
electron beam voltage exceeds E-2 (fig. 5) can af- 
fect the video profile (fig. 10) and thus the mea- 
surement. The foremost effect is the possible 
deflection of the electron beam as the sample builds 
up an appreciable charge with its accompanying 
electric field. This may either manifest itself as a 
catastrophic and obvious beam deflection where 
the image is lost or a more subtle and less obvious 
effect on the beam. The subtle effects are the most 
damaging to metrology as they may manifest them- 
selves either as a beam deceleration or a small 
beam deflection. All instrument compensations di- 
rectly relate to the accelerating voltage applied and 
all instrument adjustments (e.g., magnification) de- 
pend on this beam energy. A slight beam deflection 
around a line structure can move the beam a pixel 
point or two, thus invalidating the critical dimen- 
sion measurement. One pixel point deflection of a 1 
fim line measured at 10,000x with a 512 pixel point 
digital scan corresponds to about 38-40 nm 
linewidth error (less at higher magnification). Posi- 
tive charging may also have detrimental effects on 
the measurements as a positively charging struc- 
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Figure 10-Sample charging and the effect on the video profile. 
This chrome-on-glass mask was viewed and measured at in- 
creasing accelerating voltages. At 1.0 kcV (A) no apparent 
sample charging occurs, as the voltage was increased to 1.5 
keV (B) charging in the glass area begins to occur. The in- 
crease of accelerating voltage through 1.8 kcV (C) to 5.0 kcV 
(D) results in apparent sample charging and over-ranging of 
the video signal (dotted line). Note how the profile in the 
measured area of the chrome also changes with accelerating 
voltage. 

ture can attract secondary electrons from adjacent 
pixel points, thus altering the measurement wave- 
forms. 

Sample charging can be reduced, if not com- 
pletely eliminated, by adjustment of the accelerat- 
ing voltage to the appropriate points on the total 
electron emission curve (fig. 5). Rapid TV-rate or 
near-TV-rate scanning is also being employed by 
several manufacturers to further reduce charging. 
Under these conditions, the electron beam dwells 
on the sample for less time per point than in slow 
scan, thus the charge has less time to develop. An- 
other possible charge reducing technique which of- 
fers some improvement, is to tilt the sample toward 
the detector. Tilting the sample permits operation 
at higher accelerating voltages without charging 
effects by increasing the total electrons emitted. A 
sample viewed at 45 degrees of tilt may not demon- 
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strate charging with an accelerating voltage as 
high as 2.5 keV whereas the same sample will 
charge at about 1.3-1.4 keV viewed normal to the 
electron beam [17]. However care must be taken 
during the critical dimension measurements to min- 
imize possible errors that tilling may introduce 

Pfl- 

Signal Detection and Accelerating Voltage. The 
magnitude of the errors introduced to the 
linewidth measurement relative to the mode of sig- 
nal detection arid of beam acceleration voltages has 
been studied [3$J. Figure 1 1 shows a silicon wafer 
sample with a sihcide layer patterned with microm- 
eter and submierometer lines. This sample was ob- 
served and measured under controlled conditions 
ai a variety of accelerating voltages and electron 
detection modes, A micrograph showing the effect 
of the choice of signal detection (secondary and 
backscatiered electron imaging! is demonstrated in 
figure 12. In (hat micrograph, the actual width of 
the line is not changing dimension as the beam 
scans it to the extent indicated, only the manner of 
perceiving it in the instrument changed. The results 
of repeated measurements with a pixel point resolu- 
tion of approximately 9 nanometers demonstrate 
that, depending upon accelerating voltage applied 
and [he electron detection mode used to image and 
measure the structure of interest, a variety of re- 
sults can be obtained. Further, measurement broad- 
ening affects of the beam penetration and 
beam specimen interactions are apparent. Figure 
[} shows the video profiles of the line measured at 



two accelerating voltages and table 7 shows the 
measurement data. The SIM magnification was 
calibrated against an NBS standard and any pro- 
cessing irregularities present in the sample were 
well within J he pixel resolution of the system and 
were also averaged over the field of view during 
the measurement process. Data was obtained from 
an average of 40 scans over a field of about 4.0 u.m 
and the measurements between accelerating 
voltage changes were adjusted to give the pitch. 
This clearly demonstrates that measurement crite- 
ria for each accelerating voltage must be estab- 
lished so that electron beam effects can be properly- 
accounted for. Changes in apparent dimension can 
be attributed to the uncertainties contributed by: 
electron beam interaction effects, solid angle of 
electron detection, detector sensitivity, and the 
criterion used to determine the edge location in the 
computation of linewidth. These data further sug- 
gest that if several instruments are operating on a 
production line* care must be exercised to insure 
that alt are working with the same accelerating 
voltages, instrument and measurement conditions. 

Sample Contamination Effects. Semiconductor 
samples introduced into the SEM vary greatly in 
their surface cleanliness. For SEM inspection 
cleanliness, in this context, is not as much a lack of 
particles as a chemical cleanliness. This is as much 
of a concern in the SEM as it is in the optical mi- 
croscope. The surface contamination levels present 
on the sample will vary with the preceding pro- 
cessing steps. Residual hydrocarbons adhering to 
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Figure II- Micrograph of a nomi- 
nal 7? ^m line showing ihf 
SlHcidc and ihe etched silicon 
layers 
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Figure 12-Kffeet of the mode of 
signal detection on I hi' scanning 
eleetrnn microscope image. In 
this splil field image, I he effect 
of signal detection strategies on 
(he linage and thus ihe measure- 
ment, can be seen between sec- 
ondary electron collection 
(SECi and backseanered elec- 
tron detection (BSE I. 



I iBurc 13-Overlay comparison of 
two digitally acquired bided 
profiles of ihe 0.75 >im nominal 
ttne One profile was taken at 
1.5 keV and the other one taken 
at 30 keV This comparison 
shows the reason for measure- 
meni discrepancies between ac- 
celerating voltages as ihe 
automatic threshold algorithm 
arbitrarily sei at 40%, is not ap- 
propriate for both the measure- 
rnent conditions. 
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the surface or diffusing from within the structures 
in the vacuum can ionize as the beam scans result- 
ing in beam deflection or beam broadening. The 
electron beam can also act to decompose these hy- 
drocarbons at the surface in the area of the raster 
pattern effectively depositing a layer of carbon 
(figs, 14a and Kb), At higher accelerating voltages 
the electron beam penetrates this contamination 
and shows little effect (fig. 1 4a). At low accelerat- 



ing voltages used for non -destructive inspection 
this contamination can severe!} filter signal genera- 
tion and thus compromise data 

Sample Dimensional Changes Electron beam ir- 
radiation can induce dimensional changes in pho- 
toresist structures [39-41], A high resolution SEM 
image demonstrating a good signal-to-noisv ratio 
can expose lhat sample to total electron beam 
dosages higher than that typical for electron beam 
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Tabic 7. Ddtj from ihc measurement of a nominal 0.75 jum sili- 
cide on silicon lint- <.htiwing measurement variaiion as a func- 
tion of accelerating voltage and signal detection mode. 
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lithography. This can have a pronounced affect on 
the critical dimensions by either causing the resist 
to swell or shrink Erasmus ( 1986), recently studied 
the dimensional stability of several commonly em- 
ployed resists. This work demonstrated that even 
with a beam operated at 1,0 keV accelerating 
voltage resist shrinkage can be induced. Figure 15 
reproduces some of the results found for an easily 
damaged resist such as PMM.A The rate of resist 
shrinkage is greatest when the electron range is ap- 
proximately equal to the thickness of the resist be- 
- him', under irradiation, .til o( the beam energ\ is 
deposited in the resist. Clearly, this is an interesting 
and controversial topic and further work on this 
and other materials needs to he done. The possibil- 
ity ' *i dimensional changes of the sample occurring 
during the measurement process must be explored 
and care must be exercised to determine the opti- 
mum conditions where radiation damage and in- 
strument operating conditions are optimized. 

Monte Carlo Modeling and Measurement 

The above discussion demonstrates that many 
factors contribute positively or negatively to scan- 
ning electron microscope metrology. Many of the 
previously identified influences can be modeled us- 
ing the Monte Carlo technique in an effort to de- 
velop increased measurement accuracy and 
precision. The type of information to be gained 
from a Monte Carlo simulation of the linewidth 
profile is best illustrated using a real example. Fig- 
ure 16a shows the experimental line profile ob- 
tained from a chromium strip, 4,0 pim wide and 0.2 




b 



Figure 14-Sample contamination and the effects on the sec- 
ondary electron image of a chrome on silicon wafer, (a> Sam- 
ple- viewed and photographed at high accelerating voltage (20 
ki-Vj (hi Sarnpli viewed Jl low. accelerating voltaji- i<! > 
keV), Note the contamination on the sample apparent al low 
accelerating voltage operation i* not apparent in i be high ac- 
celerating voltage micrograph. 



p.m thick, deposited on a silicon substrate (fig, 16b). 
The profile was recorded in the secondary electron 
detection mode at 10 keV beam energy, with the 
beam sampling the specimen at intervals of approx- 
imately 10 nanometers. 

Using this geometrical information, and the rele- 
vant physical parameters (such as the density, 
atomic weight and atomic number) of the materials 
making up the structure, the expected signal pro- 
files for the secondary and baekscattered electron 
signals can be estimated using the Monte Carlo 
model, The profile is built up by performing the 
simulation for beams incident at points separated 
by 10 nm, in order to match the experimental pixel 
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Figure 15-Experimental results 
showing the change in thickness 
of a 0.5 fxm thick PMMA film 
under electron beam irradiation 
for several accelerating voltages. 
(Figure re-drawn from Erasmus 
[39].) 
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Figure 16-Monte Carlo modeling of SEM images, (a) Experi- 
mental video profile of the secondary electron image of the 
structure shown in (b) a 4.0 fim chrome strip on silicon. The 
incident beam energy was 10 keV. 



spacing. At each point 5000 trajectories are com- 
puted to ensure that the statistical error of the com- 
putation is kept to an acceptably low level. In 
order to generalize the simulation as much as possi- 
ble, the profile is initially calculated for idealized 
conditions. Any given set of experimental condi- 
tions can then be matched by appropriate correc- 
tion to this ideal profile. 



The secondary and backscattered electron pro- 
files obtained from the calculations are shown in 
figs. 17a and 17b. A comparison of these profiles 
with the experimental profile reveals several fea- 
tures of interest. The most important of these is the 
fact that the experimental profile, although 
recorded on the secondary electron mode, actually 
more closely resembles the computed backscat- 
tered profile. Compare, for example, the variation 
in signal just before the rapid rise at the edges of 
the chrome strip. The reason for this is that, as 
mentioned above, there are many sources of sec- 
ondary electrons in the specimen chamber of the 
SEM. While, in principle, it is desirable to collect 
only those secondary electrons (SE1 and SE2) gen- 
erated directly by the incident beam, in practice a 
contribution from the SE3 secondaries which are 
produced by the impact of backscattered electrons 
on the final lens and chamber walls are also in- 
cluded. These secondary electrons carry the infor- 
mation of the backscattered electrons that created 
them. The detected secondary electron signal is 
therefore actually a mixture of the secondary and 
backscattered components, the ratio of the mixture 
being determined by the exact geometrical ar- 
rangement of the sample in the chamber at any 
given time. For the data shown here, it is necessary 
to mix in about a 30% contribution from the 
backscattered electrons to match the experimental 
data. 

Second, it is obvious that the features in the com- 
puted profiles are much sharper than those ob- 
served experimentally. One reason for this is that a 
real SEM has a finite probe diameter, while the 
computer model assumes a probe of zero size. The 
effect of a finite beam size can easily be simulated 



223 



Journal of Research of the National Bureau of Standards 



<0 

c 

O) 
CO 

c 
o 

o 

09 
111 

>. 
(D 
T3 

C 

o 

u 
e 

10 




1 

I 1 
















Figure 17-Monte Carlo modeling of SEM images. Idealized (a) 
secondary electron and (b) backscattered electron line pro- 
files computed using the Monte Carlo technique for the struc- 
ture shown in figure 16b. 

by convolving the computed profiles with a func- 
tion such a gaussian, representing the size and in- 
tensity distribution of the incident electron probe. 
The computation also takes no account of the 
statistics of the signals detected. Because the mea- 
surement must be made in finite time, with a re- 
stricted beam current, the experimental data are 
shot-noise limited to a relatively poor signal-to- 
noise ratio. This can be modeled in the computed 
profiles by adding in an appropriate level of ran- 
dom noise. Finally, the computed profiles take no 
account of the properties of the electron detectors 



or the associated electronics. The effect of the be- 
havior of these components can be mathematically 
modeled and then used to modify the simulated 
profiles. 

The final result of these modifications is shown 
in figure 18. The mixed secondary and backscat- 
tered signals have been convolved to an effective 
probe diameter of 25 nm full width half maximum 
(FWHM), adjusted to a signal-to-noise ratio of 
10.1, and the detector efficiencies matched to those 
of the microscope. The resultant profile is now in 
good agreement with the experimental data. The 
advantage of proceeding in this systematic way 
from the idealized data to the fully corrected data 
is that it is possible to investigate the importance of 
different aspects of the experimental arrangement, 
by examining their effect on the linewidth "mea- 
sured" from the computed profiles. For example, 
using an arbitrary 40% threshold crossing measur- 
ing criterion, the uncorrected secondary and 
backscattered profiles of figure 17 give widths that 
are, respectively, 0.45% and 0.95% smaller than 
the nominal expected width. After allowing for 
such factors as the finite probe size, the signal-to- 
noise ratio, and the detectors, the secondary profile 
now measures a value 0.5% larger than the nomi- 
nal width, while the backscattered profile corre- 
sponds to a width 0.65% smaller. This significant 
discrepancy arises because the secondary and 
backscattered profiles are affected in opposite ways 
by the corrections applied. Although, for a line 
several micrometers in width the percentage error 
is not large, for a narrow line the effect would be 
proportionally much greater. Another result of this 
difference in width between the two profiles is that 
in situations where the experimental signal is actu- 
ally a mixture of secondary and backscattered com- 
ponents, as in the case here, the measured 
linewidth will be a function of the ratio between 
the signals, and this may vary across the sample. 

The sample discussed here is, in many ways, 
suited for SEM metrology since the feature is rela- 
tively large, has sharp edges, and is of high con- 
trast. The fact that even in this case many sources 
of error are present indicates that the problems of 
more complicated specimens will be more chal- 
lenging, and the requirement for modeling even 
greater. 



Automated Wafer Inspection 

It is apparent the SEM metrology instruments 
will follow the direction of the present optical in- 
struments and fully automatic inspection systems 
will become available. It would seem that all the 
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Figure 18-Stimulated line profile 
from the structure of figure 16b 
including corrections for finite 
beam diameter, detector effi- 
ciency, and signal-to-noise ratio. 
Components of both SEC and 
BSE signals have been added to 
allow for SE-3 contributions in 
the experimental profile (fig. 
16a). 



X Beam Position 

components for such a system are presently avail- 
able: electron beam column and components from 
SEM manufacturers, and high speed wafer and 
data handling systems from the optical instrument 
manufacturers. A joining of the two in inevitable. 
One must not be lulled into thinking that the two 
system strategies are directly interchangeable. 
There are serious differences in the physics of the 
two types of instruments that must be understood 
and dealt with before image analysis can acquire 
and decipher meaningful metrology data from the 
acquired electron image. From what has been 
shown in earlier parts of this paper the problems 
are not trivial. 

A desirable feature in a fully automated wafer 
inspection/SEM metrology instrument is the abil- 
ity to compare the acquired image to some stored 
image or image-generating data base and undertake 
linewidth measurement and analysis. It would be 
folly to think that an image acquired in an SEM 
could be directly compared to a CAD database un- 
til the electron beam/sample effects were fully un- 
derstood. An image overlay based on the stored 
image of a good device at high pixel point density 
with that of the unknown could be implemented, 
however extremely tight controls on the instru- 
mental data acquisition conditions (as discussed 
above) must be maintained otherwise false image 
differences would result. 



The automated inspection tool, while computing 
linewidth, could also undertake particle and defect 
analysis. The SEM images with electrons. The abil- 
ity to see a feature is a function of the contrast 
produced. If the contrast of the structure is not ad- 
equate it is not observed. Signal is directly related 
to the number of electrons provided by the elec- 
tron gun and, in this instance, the image contrast is 
derived from at least two main sources: atomic 
number contrast and topographic contrast. The 
electron beam must supply sufficient electrons in a 
small enough gaussian spot to resolve the structure 
of interest and the particle must be observed at suf- 
ficient magnification so that it is clearly discernable 
from the background. Further, the measurement 
must be made at a magnification adequate to re- 
solve the structural detail necessary to meet the 
precision specifications desired in table 1. For the 
modern IC processing applications, particulate 
matter with sizes down to the submicrometer re- 
gion must be considered. Table 8 demonstrates a 
projected throughput vs. magnification for the 
analysis of a submicrometer particle for a typical 
chip size of 1 cm 2 . This analysis also assumes that 
there is sufficient atomic number contrast to image 
the particle, a pixel point resolution adequate to 
resolve it to the analysis system and sufficient beam 
current focused into a spot size less than a pixel 
point. It is clear that new data acquisition and data 



225 



Journal of Research of the National Bureau of Standards 



Table B. Comparison of the total data acquisition time neeessasy for a typical I cm die. Using ?«««« teehftiqa**, as a function of <he 
instrument magnification and the acquisition frame rate- 
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handling techniques necessary for this work will 
need in be developed in order lhat the SEM instru- 
mentation compete with the throughput of present 
optical inspection instruments. 



SEM Measurement Standards 

A major project being undertaken at the Na- 
tional Bureau of Standards* al the present time is the 
development of national standards for SEM 
linewidth metrology. The only magnification stan- 
dard reference material (SRM) presently available 
for calibrating scanning electron microscopes is, 
SRM 4X4. This standard has served well for several 
years and is still useful for many SEM applications, 
but it was developed prior to the recent interest in 
low accelerating voltage operation and wafer in- 
spection SRM 4K4, in its present form, is unsuit- 
able for use in new SEM inspection instruments for 
two main reasons: a lack of suitable contrast in the 
1.0 keV accelerating voltage range and the overall 
st/e which is not compatible with newly intro- 
duced wafer inspection instrumentation, Presently, 
a project has been initiated at NBS to physically 
modify this sample without altering its calibration 
or certification procedures to make it suitable for 
low accelerating voltage operation (figs. 19a and 
1%). The linewidth measurement standard devel- 
oped for the optical microscope SRM 474 is not 
designed or recommended for use in the SEM and 
it should not be used for this purpose [42]. 

The optical theory and modeling for the SRM 
474 is not directly adaptable to the SEM and there- 
fore the criteria used to determine the edge loca- 
tion is not applicable and should not be considered 
as such. From the above discussions of the electron 
beam effects and the requirement for modeling, this 
should be apparent as the two types of instruments 
are totally independent of each other in both the 





Figure 19-Scanning electron micrographs of the SEM magnifi- 
cation Niandafd SRM 4M following the procedure used to 
enhance the contrast of the sample for low accelerating 
voltage use (a) 20 keV accelerating voltage (h) 1.0 keV accel- 
erating voltage. 
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underlying physics and in operation. SRM 474 
could, however, be used to measure pitch at low 
accelerating voltage under conditions where the 
sample is not charging. However, such use may 
damage the SRM (e.g., contamination) and render, 
it useless for optical microscopy. In this mode, the 
magnification of the instrument could be calibrated 
to pitch. However, again the reader is warned that 
continuing this adjustment process to include 
linewidth measurements is not recommended, as a 
general calibration procedure, because the edge 
criterion so obtained would only be valid for a sim- 
ilar chrome-on-glass mask. 

For the present time, product precision is a 
prime concern to the semiconductor industry, and 
until such national standards for SEM linewidth 
measurement on integrated circuit wafers are avail- 
able, the best that can be done now is the develop- 
ment of a series of internal "golden" samples 
within a particular organization for each level of 
processing [43]. The development of such samples 
referenced between the SEM and the optical mi- 
croscope has been discussed [1]. Using the estab- 
lished national standards to properly adjust the 
magnification of an instrument, this series of well 
characterized internal standards is then used to de- 
velop offsets to the instrument for each level and 
also to periodically check the measurement drift of 
the instrument. 



Conclusions 

Proper metrology with any type of instrument is 
not a trivial matter, the SEM is no different. For 
the precise metrology required in the manufacture 
of integrated circuits for submicrometer process- 
ing, an understanding of the areas that can be a 
problem associated with the scanning electron mi- 
croscope is even more important than in any other 
commercial application of this instrument. The un- 
certainties associated with each instrument in each 
environment must be assessed and understood for 
proper metrology to be done. It has been our goal 
in this paper to outline some of these problems to 
the reader in order to put into perspective what 
can actually be expected from this type of instru- 
mentation at this time. We are confident that given 
the necessary attention, the SEM can do the job 
required. As this instrument matures further in this 
field and research is done to improve the theoreti- 
cal understanding of the physical processes going 
on in this instrument, the entire field of scanning 
electron microscopy in all its diverse applications 
will be furthered. 
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